
353 

Dicle Tıp Dergisi / Dicle Med J (2018) 45 (3) : 353-355 

Case Report / Olgu Sunumu  

Metallosis following to neglected failed total knee replacement 
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Abstract  
Patient suffering from pain and color change in her knee 10 years after a total knee replacement diagnosed as 
metallosis due to failed total knee replacement (TKR).  
Beginning: prosthesis fail and implant wearing is a well known and good identified subjects in arthroplasty surgeries. 
Polyethylene wearing is a common issue but metal wearing and metallosis are rare cases.  
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Aşınmış total diz protezine bağlı ihmal edilmiş metalloz olgusu 

Öz 
10 yıl önce yapılan total diz protezini takiben ağrı ve ciltte renk değişikliği ile polikliniğe başvuran hastada mevcut 
protezlerin olağanüstü aşınması sonucu oluşan metalloz bulgusu bildirilmesi amaçlanmıştır.  
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CASE 

A 77 years old lady appeared in the outpatient 
clinics due the right knee pain following to 
right (RT) TKR 10 years ago without patellar 
implant. This was the first clinical visit except 
the first months of postoperative examinations. 
The pain was increasing with instability and 
loss function through the last four years. In the 
clinical examination there was severe 
instability and pain and pigmentosis around 
the distal and of the surgical scar. Blood tests 
resulted insignificant with normal levels of crp 
esr and wbc. Direct x-rays acquired at the day 
of examination and severe wearing of the tibial 
component and proximal tibia is displayed. 
Also surrounding radiodensity outlining the 
suprapatellar and posterior recess of the joint 
capsule come to attention (picture 1). This 
radiodensity is the characteristic radiographic 
finding of metallosis after TKR caused by the 
presence of embedded metal particles1.  

At surgery, starting from the dermal tissue all 
layers was covered with metallic debris. Joint 
fluid and synovium was black and surrounding 
tissue was hyperthrophic (picture 2). The tibial 
polyethylene was worn on the medial side but 
still attached to the tibial component. The tibial 
component was made of titanium and severely 
aroused against chrome-cobalt femoral 
component. Also wearing was continuing 
through the medial proximal tibia. Highly dense 
bone formation on the medial side inspected. 
Pathological reported as fibrotic and synovial 
tissues rich in jet-black histiocytes.  

Discussion: Metallosis is a complication of 
failure of total joint procedures due to wearing. 
Abrasions of metals following to wearing of 
interposed polyethylene causing large debris of 
micro metal particles. This condition is 
generally presented following to total knee 
arthroplasties including patellar replacement2. 
Particle effect of polyethylene wear is a well-
known issue3 in our patient both components 
seemed to be largely affected. In the literature 

it was reported metal and polyethylene 
particles may be carried away from joint 
replacements by the lymphatic system4 with 
uncertain systemic effects, we couldn't find any 
lymphadenopathy during the physical 
examination.  

Picture 1: Radiological metallosis sign around 
the knee 

Picture 2: Intraoperative synovial appearance 
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